Message 


From: Hanchett, James (DPH) [/0=C0MM0NWEALTH OF MASSACHUSETTS/OU=MASSMAIL- 

01/CN=RECIPIENTS/CN=JAMES. HANCHETT] 

Sent: 12/31/2012 1:01:20 PM 

To: Brooks, Nancy (POL) [/0=C0M MON WEALTH OF MASSACHUSETTS/OU=EXCHANGE ADMINISTRATIVE GROUP 

(FYDIBOHF23SPDLT)/CN=RECIPIENTS/CN=Nancy.wong047] 

Subject: Amherst FTIR 


Hi Nancy, 

I installed Boston's Laser into our FTiR, but it still reports Laser Failed. According to manual I think I should have 
also replaced laser's power supply too. If any body is headed to the Jamaica Plain Lab could you have them pull the laser 
power supply and I will pick it up. i will send pictures and instructions if necessary. 

Thank you, 

Have a Happy New Year. 


Jim Hanchett 

Department of State Police 
Amherst Drug Lab 
Room N251 Morrill I 
637 North Pleasant Street 
Amherst, MA 01003 
Phone 413-545-2607 
Fa x 413-545-260 8 
Cell^^^^^l 


The preceding email message (including any attachments) contains information that may be confidential, may be protected by 
the attorney-client or other applicable privileges, or may constitute non-public information. It is intended to be conveyed only to 
the designated recipient(s) named above. If you are not an intended recipient of this message, please notify the sender by 
replying to this message and then delete all copies of it from your computer system. Any use, dissemination, distribution, or 
reproduction of this message by unintended recipients is not authorized and may be unlawful. 
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